Post PCR
0.4 µl of PCR product is mixed with 2 µl of ABI GeneScan 500 LIZ fluorescent ladder

Denatured for 3 min at 95°C; maintained at 5°C until loading. 

1.5 µl aliquots loaded onto and analyzed with ABI 3730 capillary instrument. 

Genotypes scored with ABI GeneMapper( software V4.0.

If desirable, GM “binset” definitions available upon request (precision on capillary instruments may afford directly transferring these data).

